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DESCRIPTION AND OPERATING PERFORMANCE OF 


A PARALLEL-RAIL ELECTRIC-ARC SYSTEM WITH HELIUM DRIVER GAS 

FOR THE LANGLEY 6-INCH EXPANSION TUBE 

John A. Moore 
Langley Research Center 


SUMMARY 

A description of a parallel-rail arc-discharge system to heat and pressur- 
ize the initial helium driver gas of the Langley 6-inch expansion tube is pre- 
sented. This system was designed for a 2.44-ra-long driver vessel rated at 
138 MPa, with a distance between rails of 20.3 cm. Electric energy was obtained 
from a capacitor storage system rated at 12 000 V with a maximum energy of 5 MJ. 
Tests were performed over a range of energy from 1.74 MJ to the maximum value. 

The operating experience and system performance are discussed, along with 
results from a limited number of expansion-tube tests with air and carbon diox- 
ide as test gases. 

For the range of electrical energy investigated, the efficiency of conver- 
sion from electrical to thermal energy, as inferred from the measured incident 
shock velocity in the test gas, varied from approximately 30 to 85 percent. 

Visual inspection of the rails immediately following a test indicated that the 
arc traveled a distance of approximately 1 m along the 1 . 93“®~long rail at the 
maximum energy level of 5 MJ. Measured time histories of the pressure in the 
driver vessel revealed the existence of a series of strong shocks generated in 
the helium driver as the result of the arc discharge; this nonuniformity in 
driver-gas pressure with time resulted in a degradation in the wall-pressure 
time histories in the driven section. A number of problems with the hardware 
were encountered, resulting in a long turnaround time for the parallel-rail sys- 
tem; solutions to many of the problems are discussed. Because of the long turn- 
around time, only a limited number of tests were performed to evaluate expansion- 
tube performance. These tests revealed that the arc-drive mode increased facility 
performance in terms of generation of higher velocities, but test-section flow 
quality, for the conditions of this study, was poor. 


INTRODUCTION 

As discussed in reference 1, idealized performance predictions for the 
expansion tube (ref. 2) and the expansion tunnel (ref. 3) indicated that free- 
stream density and velocity could be varied over wide ranges. This versatility 
in performance could, theoretically, be achieved by proper selection of param- 
eters such as the driver mode, the initial pressures in the various chambers, 
and the proportionate chamber lengths. Thus the facility consisting of the 
Langley 6- inch expansion tube and the Langley expansion tunnel was designed for 
a number of different modes of operation. Its development has consisted, in 



part, of the study of several of these combinations of options in order to 
compare the actual performance of the expansion tube with its predicted 
performance . 

In an expansion tunnel the test gas undergoes two expansion processes. 

The first is an unsteady expansion (ref. 2) which produces the flow state at 
the expansion-tube exit or expansion-tunnel nozzle entrance; the second is a 
steady expansion as the flow traverses the nozzle. For this second expansion, 
the velocity change between the nozzle entrance and nozzle exit is relatively 
small (ref. 4), whereas the density change in the nozzle expansion is dependent 
on the nozzle area ratio and may decrease significantly. If the density of the 
nozzle entrance flow is too small, the corresponding lower density at the noz- 
zle exit may produce undesirable effects such as loss of schlieren sensitivity, 
long chemical relaxation rates, or noncontinuum flow. Thus, in the case of the 
expansion tunnel, it is desirable to supply a high-density, quasi-steady flow 
at the nozzle entrance. 

To obtain the higher densities required for successful expansion-tunnel 
operation, higher densities must be generated in the region behind the incident 
shock into the quiescent test gas. It is well recognized that the same shock 
velocity may be obtained at higher test-gas density levels if the pressure and 
speed of sound of the driver gas are increased. This is commonly achieved by 
a rapid discharge of electrical energy, stored in a high-voltage capacitor sys- 
tem, into a quiescent driver gas. For shock tubes, the driver sections are, in 
general, relatively short, and a coaxial electrode arrangement is used in which 
the arc is drawn from an upstream anode along the axis to an electrode in the 
vicinity of the diaphragm. However, for the expansion tunnel, much longer 
driver lengths are required for the high-density operating range. This is due 
to the slower incident shock velocities into the relatively high-pressure qui- 
escent test gas required for the high-density operation of the expansion tun- 
nel , as compared with an arc-driven shock tube . For these lower incident shock 
velocities, the expansion wave reflected from the end of a short driver tends 
to catch up with the test gas. As reported in reference 5, arc lengths up to 
2.54 m have been drawn with a coaxial electrode arrangement. This was achieved 
by using a 40-kV capacitor system. For the Langley expansion tunnel the avail- 
able capacitor systeffl is rated at 12 kV, which is not sufficient to draw an arc 
the length of the 2.44-m-long driver section with a coaxial electrode arrange- 
ment such as that tested in reference 5 . 

To approximate a uniform temperature distribution along the expansion- 
tunnel driver section, a parallel-rail electrode arrangement was designed and 
fabricated for the Langley 6-inch expansion tube (ref. 6), Two parallel elec- 
trodes, or rails, extend from the upstream end of the driver section to near 
the diaphragm at the downstream end of the driver. These electrodes are con- 
nected, through coaxial electrical leads, to the capacitor energy storage sys- 
tem. Upon initiation of the arc discharge across these rails, the arc moves 
from the upstream end of the rails and along the rails toward the diaphragm by 
means of self-induced eleGtromagnetie forces. 

The performance of this parallel-rail electrode arrangement as a method 
for heating the helium driver gas in the Langley 6-ineh expansion tube is the 
subject of this paper. Current and voltage measurements were made for a range 
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of initial stored energy levels, and the resulting pressure time histories of 
the helium driver gas were measured. The efficiency of conversion from elec- 
trical to thermal energy was Inferred from the measured incident shock velocity 
into the quiescent air or carbon dioxide test gas. A limited number of runs 
were performed with instrumentation located at the test section of the expan- 
sion tube in an effort to determine test time, flow uniformity, and flow 
conditions . 


SYMBOLS 

B magnetic induction vector 

b damping exponent, R/2L 

C capacitance , F 

E energy, J 

I current , A 

J current density vector 

L inductance , H 

p pressure , Pa 

p^ pitot pressure, Pa 

Q charge , C 

R resistance , n 

Rqp resistance for critical damping, Q 

T temperature , K 

t time, s 

Uo incident shock velocity, m/s 

V potential difference, V 

3 

V volume , m 

X axial distance downstream of primary diaphragm, m 

V ratio of specific heats 

6 phase angle, arc tan (m'/b) 
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’I efficiency (see eq. (1)) 

“ = i/JlC, rad/s 

rad/s 

Subscripts : 
d driver 

i initial conditions in driver vessel 

max maximum 

1 initial state in intermediate or driven section 

4 driver-gas conditions at time of primary diaphragm rupture 

10 initial state in acceleration section 


DESCHIPTION OF SYSTEM 

A sketch of the Langley 6-inch expansion tube is presented in figure 1, 
and a description and initial operating performance of the facility and its 
associated equipment are given in reference 6, 

The parallel-rail electric-arc assembly was designed for the 2.44-m-long, 
35.6-cm inside diameter, driver vessel shown in figure 2. The driver vessel 
was fabricated from ASTM A336 Type F8-304 stainless steel (nonmagnetic), and 
designed to withstand a maximum pressure of 138 Pa. Photographs of various 
components of the electric-arc drive assembly are shown in figure 3. The 
insulators are made of fiberglass and epoxy resin, except for the fluorogreen 
insulator at the upstream end of the assembly just behind the trigger-wire con- 
nection. The parallel rails were fabricated from beryllium copper, are 2.08 m 
long, and extend from the coaxial feed to within 21 cm of the steel diaphragm at 
the downstream end of the driver vessel . The rails are bolted to the main insu- 
lator, which has a 35.6-cm outside diameter and a 27.6-cm inside diameter, both 
to support the weight of the rails and to withstand the possible loading from 
the pressure differentials across the rails. The rails are spaced 20.3 cm apart 
and each rail is 4 cm from the driver vessel wall. A trigger wire was anchored 
in the ground potential rail about 30 cm from the upstream end of the assembly, 
looped up near the high-potential rail, and then connected to the trigger-wire 
lead . 


Unreported experience with a parallel-rail electric-arc drive assembly in 
the Langley pilot model expansion tube (see ref. 7 for a description of this 
facility) indicated that high currents in the rails close to the driver vessel 
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walls induced eddy currents in the walls. The interaction of the electromag™ 
netic fields produced by these currents and the currents in the rails resulted 
in forces on the rails large enough to drive them together and cause failure at 
the juncture of the rails and the coaxial feed. Based on this experience, the 
spacing of the rails and the distance from the rails to the wall were chosen 
to balance the forces due to the current in the two rails and the eddy currents 
in the vessel walls. 

A' schematic of the electrical circuit is shown in figure 4 . The energy 
to drive the electric-arc discharge is stored in a 10-MJ Gapacitive energy 
storage system that is shared with the arc-driven Langley 6- inch shock tube 
(ref. 8). This system consists of four banks of capacitors and a charging 
unit. Each bank of capacitors is made up of approximately 800 individual 
capacitors (fig, 3(g)) » and these individual capacitors are rated at 12 000 V 
and 43 of capacitance. Groups of 10 capacitors are connected by means of 
a coaxial cable to a coaxial collector assembly (fig. 3(f’))- Ore collector 
serves each bank of 800 capacitors. This permits the banks to be used sepa- 
rately or in parallel. A coaxial feed (fig. 3(e)) leads from the collector 
to the parallel-rail assembly in the driver vessel . The energy storage capac- 
itors are charged through the collector assembly by means of cables leading to 
the charging unit. 

The energy for the trigger wire is stored in one group of 10 capacitors 
that are charged concurrently with the main bank of capacitors. A switch is 
used to connect the bank of 10 capacitors to the coaxial cable leading to the 
trigger wire to initiate the discharge. 


THEORY OF OPERATION 

The operation of the parallel-rail electric arc is based on the well-known 
law of interaction of electromagnetic fields produced by adjacent current-carrying 
conductors. The driver' vessel is evacuated and then filled with helium. (In 
the present study, the quiescent helium driver-gas pressure was 2.07 Pa.) The 
trigger wire is energized and evaporated, forming a low-resistanGe path between 
the two rails. Current moves down one rail, along this low-resistanGe path, 
and back along the other rail. The heated column of helium plasma acts as a 
current-carrying conductor , resulting in an interaction with the electromagnetic 
fields produced by the currents in the^rails. The force on this plasma column, 
or arc , is due to the vector produet J x b (denoted as the law of Biot and Savart 
in ref. 9), where J is the current density vector in the circuit and S is the 
magnetic field vector generated by the presenee of current in the rails . The 
force on the helium gas plasma conducting the current between the rails moves the 
plasma at a right angle to both the direction of current flow in the plasma and 
the direction of the magnetic field produced by the current in the rails. The 
direction of this force is parallel to the length of the rails and oriented toward 
the portion of the rails in which the current is not flowing. The plasma column,^ 
of helium gas moves down the length of the rail under the influence of the <f x b 
force and the fluid dynamic drag. 
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INSTRUMENTATION 


Current and Voltage 

The voltage and current for the electric-arc drive were measured at the 
coaxial collector assembly, as indicated in the schematic of figure 4. A 50-cm- 
diameter Rogowski (toroidally wound) coil was placed around the inner conductor 
of the coaxial feed to measure the current (fig. 3(e)). The output of the coil 
is a measure of the rate of change of the current, and the integration of this 
output using an operational amplifier yields the cui’r’ent as a function of time. 
High-voltage attenuator probes were used to measure the voltage on the center 
high-potential lead, the voltage on the outer ground-potential lead, and the 
voltage on the trigger-wire lead . The attenuated trigger voltage was used to 
trigger the oscilloscopes on which voltage, current, accelerometer, and the out- 
put signals of the driver pressure transducer were recorded . 


Pressure 

The wall-pressure time history in the driver vessel , driven section and 
acceleration section, and the pitot-pressure time histories at the exit of the 
acceleration section were measured with piezoelectric (quartz) transducers. The 
output signals were processed by charge amplifiers and recorded on oscilloscopes. 
Since piezoelectric transducers are sensitive to temperature, a coating of sili- 
cone room-temperature-vulcanizing rubber was applied to the sensing surface of 
all pressure transducers for thermal protection. Calibration of the transducers 
showed no effect of the coating on the transducer output for a given pressure 
applied to the sensing surface. Pitot-pressure transducers were protected from 
particle damage by an overlapping baffle arrangement, as described in reference 6. 


Velocity 

One method used to infer the incident shock velocity in the driven section 
and the acceleration section was the microwave Interferometer system (ref, 10). 
The application of this system to the present facility is described in refer- 
ence 6. Because of insufficient electron density at the shock front, the micro- 
wave system did not track the Incident shock in the driven section when either 
carbon dioxide (COp) was used as a test gas, or air at the highest initial pres- 
sure was used as the test gas. For these conditions, the time-of-arrival method 
(ref. 11) was used; that is, the time of shock arrival at measured interval's 
along the length of the tube was detected by pressure transducers and heat trans- 
fer gages mounted flush with the wall surface . Velocity was determined from a 
faired curve through the data plotted as arrival time against distance along the 
tube. Only approximate values of the incident shock velocity in the driven sec- 
tion could be determined because of the limited number of instrumented stations 
in this section. Uncertainties in the velocity measurements are discussed in 
reference 1 1 . 


6 



DATA REDUCTION 


EffiGiency 

It is useful to determine the efficiency of the electric arc in transforming 
the electrical energy stored in the capacitors to internal energy of the driver 
gas. This efficiency may then be used to help predict facility performance. The 
efficiency calculation is based on the assumption that the energy transfer is 
completed before the diaphragm opens (constant volume process) and the heated 
driver gas is isotropic. (See, for example, ref. 12 for a discussion of the 
efficiency calculation.) The efficiency is then defined as the change in inter- 
nal energy of the driver gas divided by the initial energy stored in the capaci- 
tors. Using perfect gas relations, the efficiency can be expressed as 


P4 ~ Pi V 

Y4 - 1 i 


( 1 ) 


where p^ is the initial driver-gas pressure, P|j is the driver-gas pressure 
at the time of the primary diaphragm rupture, v is the net volume of the driver 
chamber, ratio of specific heats of the driver gas, and E is the 

energy stored in the capacitors . 

The efficiency can be determined from equation (1) if the pressure P|^ is 
known, since determination of the other terms on the right side of the equation 
is straightforward . Measurement of the postdischarge driver pressure is very 
difficult, as will be shown subsequently, and such measurements may not represent 
the average pressure in the driver at the time of the diaphragm rupture . The 
rapid discharge of energy at some point in the driver vessel induces a shock-wave 
system which is very complex as a result of reflection from the driver walls, and 
thus a wall-pressure measurement is dominated by the influence of the impinging 
shock waves . 


Because of the difficulties associated with the measurement of pij, the effi- 
ciency is' frequently inferred from the velocity of the incident shock wave in 
the driven gas (e.g., refs. 8 and 12), Figure 5 shows an example of the method 
used . Real gas effects of the driven gas are considered since the calculations 
of reference 13 were used for equilibrium air and the calculations of reference 14 
were used for carbon dioxide in this method. In figure 5 (which corresponds to 
fig. 5 of ref. 13), the shock-wave velocity is shown as a function of the dia- 
phragm pressure ratio Pi|/p^ for several values of the driver-gas temperature 
T]|. Using the Initial diaphragm pressure ratio Pj[/Pi and noting that at con- 
stant volume Pi|/p^ = T|j/T^ = Tjj/T^, the dashed curve In figure 5 Is constructed. 
Using the dashed curve and the measured shock-wave velocity, an effective dia- 
phragm pressure ratio, and hence a value of p^j, may be determined. The effi- 
ciency may be determined with the use of equation ( 1 ) , 


While the values of P4 determined by the method just described are some- 
what hypothetical, the efficiency computed using this value of pij can be mean- 
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ingful . When the observed shock velocity is used in computing the efficiency, 
the result includes not only the energy transfer efficiency but also the nonideal 
effects of the shock formation process. Thus, performance estimates using this 
efficiency may be expected to give realistic estimates of the shock velocity. 


Circuit Constants 

The inductance, resistance, voltage, and current of the electrical circuit 
were determined in the present study, since a knowledge of the values of these 
parameters can be of help when an effort is made to improve the design and effi'- 
ciency of the electric-arc-discharge system. As discussed previously, voltage 
and current were measured as a function of time and typical records of the voltage 
and current during discharge are shown in figure 6. To obtain approximate values 
of inductance and resistance several assumptions are made. First, the contribu- 
tion of the resistance and inductance of the storage capacitors, coaxial cables, 
and coaxial collectors is assumed to be negligible compared with that of the 
coaxial feed, parallel rail, and arc during the time of discharge of electrical 
energy (fig. 4). Second, the inductance L, resistance R, and capacitance C 
are assumed constant, although it is realized that L and R in an arc may vary 
with current. With these assumptions, the linear ordinary differential equation 
for the Charge- in an electrical circuit, with resistance, capacitance, and induc- 
tance in series, is 


L 



dt 



( 2 ) 


The solution for an oscillatory, or underdamped, condition with an initial con- 
dition of zero current and charge Q equal to the charge on the storage capac- 
itors is 


1 /2 

Q = Q|^_Qe“^^l cos ( - b^) t + 


( o)^ - b' ) 


1/2 


sin - b 


o 1/2 

2) t| 


(3) 


which can be reduced to 


Q = Qt=o ^ 


(4) 


where 


b = 

2L 


(0 = ( LC )"‘'/2 


.' = (<o2 > b2) 


1/2 


arc tan 


ID' 


(5) 
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In terms of the voltage across the capacitors, the relation Q = CV yields 


V = ^ e”*^^ sin (w't + 6) 


( 6 ) 


Sinee the current is the rate of change of the charge, then by differentiation 
of equation (4) the current is 


I 



.-bt 


sin (co't) 


(7) 


Measurement of the time at which the current goes to zero gives a value for u' 
from equation (7), and this value of u' and the time at which the voltage goes 
to zero gives a value for 5 from equation (6). For these values of and 

6, corresponding values for b and u, and hence L and R, may be calculated 
by using relations in equation (5) and the known value of the capacitance C in 
the energy storage system. 

As mentioned previously the voltage and current were measured at the coaxial 
collector assembly, and thus the calculated inductance and resistance values are 
the lumped values for the entire circuit. A value for the effective inductance of 
the circuit preceding the point at which the voltage is measured (fig. 4) can be 
determined by measuring the initial voltage at the collector and the initial rate 
of change of current, both measured at the time current begins to flow. 


TEST CONDITIONS 

✓ 

The volume of the driver vessel with the parallel-rail assembly installed 
was 0.0964 m^. For all tests reported herein, this volume was first evacuated 
to approximately 15 Pa and then filled with helluDi to a pressure of 2.07 MPa. 

The energy level was determined by the charge Voltage and the use of either one 
or two banks of capacitors. The capacitance of each bank of 800 capacitors was 
0.0347 F. The maximum energy available in each bank was 2.5 MJ. 

As noted in reference 6, a stainless steel diaphragm with a cross-pattern 
groove separates the driver and intermediate sections. For the present tests, 
the diaphragm was 5 . 1 mm thick and the groove was scribed to a depth such that 
the thickness of metal left was 2.5 mm. The static rupture pressure for this 
diaphragm was approximately 24 MPa. The facility was operated both as an expan- 
sion tube and a shock tube. For the expansion-tube mode of operation, the inter- 
mediate section was 4.65 m long and the acceleration section was 16.98 m long. A 
6 . 35-um-thick mylar diaphragm separated the intermediate and acceleration sec- 
tions. For shock-tube runs, the mylar diaphragm was removed, providing a driven 
section length equal to 21.63 m. 
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The test gas was either air or COp. The quiescent or initial pressures for 
COp were 24.13 and 48.26 kPa, and the initial pressures for air were 6.89 and 
48.26 kPa. For expansion- tube tests, the acceleration gas was the same as the 
test gas, except for one run in which helium was used as the acceleration gas 
and air as the test gas. Initial conditions for the tests reported herein are 
given in table 1 . 


RESULTS AND DISCUSSION 

Values of the resistance, inductance, and frequency of the circuit for each 
run, as determined from the voltage and current time histories, are given in 
table 2, The inductance of the circuit is approximately 0.55 wH and the resis- 
tance ranges from approximately 2 to 4 msj. The inductance of the circuit from 
the energy storage capacitors to the collector was determined to be approximately 
0.04 PH. The resistance of this part of the circuit could not be determined from 
measurements but was calculated to be extremely small, since all cahles and 
capacitors were in parallel . 

The measured values of maximum current for various values of initial stored 
energy are shown in figure 7. These measured values are compared with predicted 
values of maximum current using equation (7). A nominal value of the inductance, 
0.55 pH, was used to predict the current for values of resistance equal to 2, 3, 
and 4 mq for both one and two banks of capacitors (C = 0.G347 and 0.0694 F, 
respectively). For the range of conditions illustrated in figure 7, the experi- 
mental data essentially fall within the region encompassed by the predictions 
for values of resistance equal to 2 and 3 nifi for both one and two banks of capac- 
itors. Hence, the simplifying assumptions made to obtain equations (3) to (7) 
appear to be reasonably good for the present study. This analysis demonstrates 
that maximum values of current for the present electrical system can be predicted 
with fair accuracy by using, a value of inductance L equal to 0.55 PH and a value 
of R equal to 2.5 mfl for values of capacitance ranging from 0.0347 to 0.0694 F 
and energies from 1.74 to 5.0 MJ. 

It should be noted that the resistance values determined in the present 
experiment were not the net resistance across the arc, since they Included the 
resistance from the pdints of voltage measurement to the arc location. Since 
neither the value of the voltage drop across the arc nor the net arc resistance 
was obtained in the present experiment, it was not possible to determine a mea- 
sured value of electrical energy expended in the arc . 

Measured pressures in the driver vessel are presented in figure 8 as a func- 
tion of time. A value of time equal to zero corresponds to the initial increase 
in pressure above the quiescent value, as read from oseilloscope film traces. 

This initial rise in pressure occurred from 500 to 700 ps after arc Initiation 
(denoted by t = 0 in fig. 6). The theoretical value of the driver pressure. P]| 
for lOO-percent efficiency, as obtained from equation (1), is indicated by a 
dashed line. The accelerometer output signal was used to infer the start of the 
diaphragm rupture . Interpretation of the accelerometer signals was speculative 
and thus the opening times denoted in figure 8 must be viewed as rough estimates. 
As mentioned previously, the steel diaphragms used in these tests rupture stati- 
cally at an applied pressure of about 24 MPa, and the calculated opening time for 



this diaphragm and applied pressure (ref, 11) is about 450 to 500 us. Now, very 
high peak pressures were recorded early before apparent diaphragm rupture. 
Oscilloscope records indicated that disturbances on the pressure transducer out- 
put due to the arc discharge have subsided before the transducer experiences the 
initial driver-gas pressure increase shown in figure 8. Similar unreported mea- 
surements in the driver section of the arc-driven Langley 6- inch shock tube 
(ref. 8), in which the pressure port was blocked to isolate the pressure trans- 
ducer from the driver pressure, demonstrated that acceleration effects on the 
transducer output were not significant. Hence, the data in figure 8 are believed 
to be a good indication of the local-pressure time history. These peaks indicate 
the existence of a system of shocks from the electric-arc discharge, implying non- 
uniform heating of the helium driver, and the reflection of these shocks from the 
diaphragm. As the diaphragm opens, the pressure drops rapidly as a result of the 
expansion wave propagating into the driver gas. The rise in pressure at later 
times indicates the passage of the shock (emanating from the arc discharge) that 
is reflected from the upstream surface of the rail assembly. Examination of the 
rail surfaces after the 5-MJ run indicated the arc had traveled approximately 
1.0 m down the rail from its initial location during the time of arc discharge. 
Again , this travel implies the helium driver gas was not heated uniformly along 
the 2.44-m length. 

The efficiency of energy conversion in the driver was determined from the 
incident shock velocity measured in the intermediate section of the expansion 
tube or in the driven section in the shock- tube mode of operation, as discussed 
previously. Typical variation of this velocity with axial distance downstream 
of the primary diaphragm is shown in figure 9 for air as the test gas . The val- 
ues of incident shock velocity with distance were obtained from microwave traces, 
and the maximum value was used to determine the corresponding value of p^j from 
simple shock-tube theory (ref, 11), and hence the efficiency. These values of 
efficiency are shown in figure 10 as a function of initial energy E for air 
and COp as test gases. Roughly, the efficiency varies from 65 to 85 percent for 
air and from 30 to 60 percent for COp. The magnitude of these efficiencies is 
typical of those obtained in other electric-arc-driven facilities (for example, 
see refs. 5 and 8). In general, the efficiency tends to decrease with increasing 
energy. Such a trend has been observed in other studies. However, as a result 
of the variation in the number of capacitors, the test gas, and the initial test- 
gas pressure for the data of figure 10, no definite conclusions can be drawn con- 
cerning the variation of efficiency with energy. 

The variation of the measured incident shock velocity in the intermediate 
section of the expansion tube at various energy levels is presented in figure 11. 
The velocities were determined from microwave records for air as the test gas and 
from time-of-arrival records for CO 2 as the test gas. Both the maximum values 
for air as the test gas and the values at the secondary diaphragm station 
(x = 4.67 m) for air and COg as test gases are shown. As a result of the small 
number of instrumented stations in the intermediate section, the maximum value of 
the incident shock velocity for CO 2 as the test gas could not be inferred from 
time-of-arrival data. For air as the test gas at the lowest energy levels, the 
maximum value of the shock velocity in the intermediate section occurs at the 
diaphragm location. At the higher energy levels, corresponding to the higher 
values of incident shock velocity, the maximum value of the shock velocity occurs 
at a location ahead of the diaphragm. This trend contrasts with the results of. 
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several shock-tube investigations which indicate that when shock strength is 
increased, the location of the maximum value of shock velocity in the driven sec- 
tion moves downstream (ref. 11). At the highest energy level, the attenuation 
from the maximum value to the value at the diaphragm station is about 10 percent. 

Samples of the variation of incident shock velocity in the acceleration gas 
with distance along the aceeleration section are shown in figure 12. These data 
were obtained with the microwave technique . For the lowest energy levels , a 5- 
to 10-percent attenuation in the velocity along the length of the section was 
observed for air and CO 2 as test gases. This magnitude of attenuation in veloc- 
ity is approximately the same value reported in reference 1 for the same facility 
but with unheated helium driver gas. The velocity attenuation increased with 
increasing energy level and was about 15 percent for the highest energy level 
(E = 5 MJ) . 

The velocity of the incident shock wave at the exit of the acceleration 
section was significantly increased in the present tests as compared with the 
unheated helium driver tests of reference 1 in the same facility and for similar 
values of initial acceleration-section pressure. For example, the shock velocity 
at the end of the acceleration section for air as the test gas was approximately 
4.8 kra/s with unheated helium driver gas at a pressure of 3^*5 MPa, compared with 
approximately 7.0 km/s for the highest energy level of the present tests. 


Representative time histories of the measured wall static pressure in the 
driven and acceleration sections and the pitot pressure at the exit of the accel- 
eration section are presented in figure 13* The wall pressure in the driven sec- 
tion (fig. 13 (a)) decreases with time until the arrival of the reflected shock 
observed in the driver-gas pressure records. This shock arrives from 1 to 1.5 ms 
after the incident shock. Near the exit of the acceleration section, the time 
history of the wall pressure for the lowest energy level (fig. 13(b)) is similar 
to that reported in reference 1 for the unheated helium-driver mode of operation. 
However, at the higher energy levels, the acceleration-section wall pressure, 
decreases rapidly after the arrival of the incident shock in the acceleration 
gas. This decrease in acceleration-section wall pressure is believed to be a 
result of both the nature of the flow and the inadequate thermal insulation of 
the sensing surface of the flush-mounted pressure transducer. (The negative 
deflection in fig. 13(b) for an energy of 3.^7 MJ indicates the pressure trans- 
ducer was not adequately insulated from thermal effects (ref. 1).) This hypoth- 
esis that the decrease in wall pressure is due to the nature of the flow is based 
on the fact that pressure transducers located in the acceleration section upstrean 
of X = 19.7 m also demonstrated a rapid decrease in pressure after incident 
shoek arrival, and the photomultiplier traces in figure 13(b) indicate a drop in 
signal concurrent with the drop in pressure . 

Pitot pressures at the acceleration-section exit are shown in figure 13(c). 
Only two tests were made in which pitot pressure was measured, because of a numbei 
of hardware problems which were encountered with the electric drive system. These 
problems were of such a nature that a test model located at the acceleration- 
section exit would have been damaged extensively. Thus a degree of confidence in 
the hardware had to be established before installing a test model such as a pitot- 
pressure probe. These pitot pressures at the acceleration-section exit (test sec- 
tion) indicated very little, if any, quasi-steady test time for air as the test 
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gas. However, the results of reference 1 indicate time histories of acceleration- 
section wall pressure and pitot pressure are very sensitive to the initial value 
of the acceleration-gas pressure, which was not varied in the tests reported 
herein. Therefor 2 , the optimum values of initial test-gas pressure and initial 
acceleration-gas pressure for expansion-tube operation were not obtained for the 
higher flow velocities generated with the arc-heated mode of operation, as com- 
pared with those reported in reference 1 . 

Some of the problems usually associated with electric drive systems were 
encountered , and these will now be discussed briefly. The surfaces of the insu- 
lators exposed to the hottest part of the arc deteriorated and had to be coated 
with room-temperature-vuleanizing rubber or were changed to a fluorogreen mate- 
rial. Carbon soot created by the extreme temperatures in the driver section per- 
meated the entire interior of the facility during each run and required thorough 
cleaning of the facility. The electric-arc assembly had to be withdrawn after 
each run and thoroughly cleaned in order to pass an electrical breakdown test , 
although complete disassembly was not necessary. High-pressure seals confined 
the hot gases and soot to the immediate vicinity of the rail assembly prior to 
diaphragm rupture. One instance of arc-over occurred between the driver wall 
(at the ground potential) and the steel bolts securing the high-potential rail 
to the liner. Damage to the liner was extensive, but damage to the driver- 
vessel wall and the rail was slight. This problem was solved by replacing the 
steel bolts with nylon bolts. In some of the first tests with this arc-heated 
mode of operation, diaphragm tabs were sheared off and swept downstream. The 
installation of 3.2-mm-thick brass damper pads and the use of thicker diaphragms 
solved this problem. Occasionally, one of the capacitors in the energy storage 
system failed during discharge. Proper fusing prevented other capacitors in the 
bank from discharging into the failed capacitor and causing extensive damage. 
Mylar shields were also installed on the individual rows of capacitors to 
increase the creep path of the breakdown voltage and prevent individual shorts. 


CONCLUDING REMARKS 

The primary objective of this study was to evaluate the performance of a 
parallel-rail electric-arc system for generating high-density test-gas flow at 
the entrance of the nozzle of the expansion tunnel . A description was given of 
this parallel-rail electric-arc system for heating the helium driver gas in the 
Langley 6- inch expansion tube and the Langley expansion tunnel. The electrical 
characteristics and the efficiency of the system were inferred from measurements, 
and limited data were obtained to examine the performance of the expansion tube 
with the arc drive and with air and carbon dioxide as test gases . 

The maximum value of peak current obtained was 2.5 MA with an initial stored 
energy of 5 MJ. The efficiency of conversion of electrical energy to thermal 
energy of the helium driver, as inferred from shock velocity measurements, was 
approximately 65 to 85 percent with one capacitor bank (2.5 MJ) and 30 to 60 per- 
cent when two banks were used . These efficiencies were inferred from simple 
shock-tube theory for thermochemical-equilibrium air and carbon dioxide as test 
gases, with measured incident shock velocity as an input. Measured pressures in 
the driver section just upstream of the diaphragm indicated the existence of a 
series of strong shocks generated in the helium driver as a result of the arc 
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discharge, rather than, a steady rise in pressure with time. For this reason, 
measured driver pressures were not used to determine energy conversion efficien- 
cies. This system of shocks in the driver section along with the observation 
that the arc did not travel the full length of the parallel rails, even at the 
highest energy level, implies the helium driver gas was not heated uniformly. 

Measured values of the incident shock velocity in the Intermediate section 
for air as a test gas indicate an initial acceleration of the shock, followed by 
a deceleration. The location at which the peak value of shock velocity occurred 
moved upstream with increasing shock velocity; this differs from the trend 
observed with an unheated helium driver gas in this same facility, as well as . 
from the observations of a number of other shock-tube studies. The incident shock 
velocity in the acceleration section attenuated along the length of the section, 
and this attenuation increased with increasing energy level. At the highest 
energy, the attenuation was approximately 15 percent along the 17-m-long accel- 
eration section . 

Because of hardware problems encountered with the parallel-rail arrangement, 
only limited data were measured near the acceleration-section exit. The parallel- 
rail arc mode of operation increased the performance of the facility significantly 
in terms of free-stream velocity; however, wall static-pressure measurements near 
the exit of the acceleration section and pitot pressure at the test section indi- 
cated very little, if any, quasi-steady test time. Only a single value of the 
initial acceleration pressure was used for tests in which, the pitot pressure was 
measured . Since test times are very sensitive to the initial acceleration-gas 
pressure, the optimum flow conditions for the parallel-rail mode of operation 
were not obtained in this study. 

Langley Research Center 

National Aeronautics and Space Administration 
Hampton, VA 23665 
October 29, 1976 
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TABLE U- INITIAL CONDITIONS FOR EXPANSION-TUBE AND SHOCK-TUBE TESTS 


Run no. 

C, F 

> 

> 

E, MJ 

Test gas 

p-| , kPa 

Acceleration gas 

p-jQj Pa 

Hg 

0.0347 

10 

1 .74 

Air 

6.89 



a?o 

.0347 

10 

1.74 

Air 

6.89 



67 

.0347 

11 

2.10 

Air 

6.89 

Helium 

26.67 

85 

.0694 

10 

3.47 

Air 

6.89 

Air 

26.67 

86 

.0694 

12 

5.00 

Air 

6.89 

Air 

26.67 

84 

.0694 

10 

3.47 

Air 

48.26 1 

Air 

26.67 

73 

.0347 

12 

2.50 

CO 2 

24.13 

CO 2 

26.67 

78 

.0694 

8.6 

2.57 

CO 2 

24.13 

CO 2 

21.34 

82 

.0694 

10 

3.47 

CO 2 

48.26 

CO 2 

26.67 

79 

.0694 

8.6 

2.57 

CO 2 

24.13 

CO 2 

21.34 


^Shock-tube runs. 


TABLE 2.- CIRCUIT CONSTANTS DETERMINED FROM VOLTAGE AND CURRENT TIME HISTORIES 


Run no . 

C, F 

V , kV 

R, 

L, pH 

Frequency, rad/s 

"''"or 

n 

^69 

0.0347 

10 

3.17 

0.60 

7008 

0.39 

0.81 

®70 

.0347 

10 

4.16 

.22 

6634 

. .82 

.86 

67 

.0347 

11 

3.72 

.57 

6283 

.47 

.83 

73 

.0347 

12 

3.11 

.52 

6798 

.55 

.67 

78 

.0694 

8.6 

2.44 

.61 

4437 

.43 

.36 

82 

.0694 

10 

2.57 

.58 

4469 

.46 

.32 

84 

.0694 

10 

2.15 

.56 

4680 

.38 

.36 

85 

.0694 

10 

2.09 

.55 

4734 

.37 

.62 

86 

.0694 

12 

2.29 

.58 

4904 

.40 

.62 

79 

, , , i 

.0694 

8.6 

3.64 

.60 

3854 

.62 

.36 


®Shock-tube runs. 
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Figure 1.- Sketch of expansion tube. 
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(a) Parallel rails, with adapters to coaxial electric feed, 


Figure 3.- Photographs of basic components of electric-arc drive assembly. 
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and protective liner. 
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(d") Coaxial electrical feed from collector to rail assembly. 
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Figure 3.- Continued 











(g) Energy storage capacitor bank. 









Figure 5 .~< Shock-tube performance for real-air test gas and helium driver gas 

over range of Tji. 




Figure 6.- Typioal records of voltage 




tid current during electrical discharge. 
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Figure 8.- Measured pressure in driver section as a function of time. 
Heavy tick mark denotes accelerometer indication of diaphragm 
opening . 


X, meters 

(b) Shock tube. 

Figure 9. -Variation of incident shock velocity in air with axial distance 
downstream of primary diaphragm for expansion-tube and shock-tube modes 
of operation, using microwave technique. 










Figure 11 Variation of shock velocity in intermediate section of expansion 

tube with initial energy level . 
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E = 3.47 m C ^ .0694 F 


Accelerometer 
Vo 1 tage 


Pressure 



500 us 


(a) 


E = 5.0 MJ C = .0694 F 


Accel erometer 
Vol tage 


Pressure 



500 ys 


L-76-295 

Wall static pressure at x = 4.1 m (driven section). 
Accelerometer and voltage records also shown. 


Figure 13.- Time histories of pressures in driven section and 
acceleration section of expansion tube . Air test gas at 
p^ = 6.89 kPa. 
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E = 5.0 m C - .0694 F 


Photomultiplier 


Pressure 



200 ys 


L-76-296 

(b) Wall statie pressure at x = 19.7 m (acceleration section). 
Photomultiplier and heat transfer records also shown. 


Figure 13.- Continued. 
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(c) Pitot pressure at acceleration-section exit. 
Figure 13.- Concluded. 
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